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Optical-resolution photoacoustic microscopy (OR-PAM) is an emerging technique that directly images optical ab-
sorption in tissue at high spatial resolution. To date, the majority of OR-PAM systems are based on single-focused
optical excitation and ultrasonic detection, limiting the wide-field imaging speed. While 1D multifocal OR-PAM
(1D-MFOR-PAM) has been developed, the potential of microlens and transducer arrays has not been fully realized.
Here we present the development of 2D multifocal optical-resolution photoacoustic-computed microscopy
(2D-MFOR-PACM), using a 2D microlens array and a full-ring ultrasonic transducer array. The 10 mm × 10 mm
microlens array generates 1800 optical foci within the focal plane of the 512-element transducer array, and raster
scanning the microlens array yields optical-resolution photoacoustic images. The system has improved the in-plane
resolution of a full-ring transducer array from ≥100 to 29 μm and achieved an imaging time of 36 s over a
10 mm × 10 mm field of view. In comparison, the 1D-MFOR-PAM would take more than 4 min to image over
the same field of view. The imaging capability of the system was demonstrated on phantoms and animals both
ex vivo and in vivo. © 2013 Optical Society of America
OCIS codes: (110.0180) Microscopy; (110.5120) Photoacoustic imaging; (170.7170) Ultrasound; (110.5125)
Photoacoustics.
http://dx.doi.org/10.1364/OL.38.005236
With its unique advantage of directly imaging optical
absorption in tissue at a high spatial resolution, optical-
resolution photoacoustic microscopy (OR-PAM) has
found broad applications in biomedical research. To
date, the majority of OR-PAM systems are based on a sin-
gle optical focus and a single-element ultrasonic trans-
ducer. Therefore, high-speed imaging over a large field
of view is challenging. To improve the imaging speed, fast
scanning mechanisms and high-repetition-rate lasers
have been utilized [1]; however, high-speed lasers usually
lack wavelength tunability, limiting the scope of applica-
tions. Alternatively, multiple optical foci can be formed
from a low-repetition-rate tunable laser for parallel detec-
tion. To this end, multifocal OR-PAM (MFOR-PAM) has
been developed utilizing a microlens array to generate
a 1D array of optical foci. The corresponding photo-
acoustic signals were detected using a linear transducer
array [2]. While promising images have been acquired,
MFOR-PAM has not fully exploited the potential of
microlens and transducer arrays. Both arrays can be ex-
tended from 1D to 2D. Due to difficulties in confocal
alignment, the current MFOR-PAM mechanically scans
the sample, instead of the microlens and transducer ar-
rays, making the system inconvenient for practical appli-
cations. Moreover, in an effort to achieve coaxial optical
excitation and acoustic detection in reflection mode, a
small portion of the transducer array is blocked by the
microlens array, degrading the detection sensitivity [3].
In this Letter, we introduce a 2D MFOR photoacoustic
computed microscopy (2D-MFOR-PACM) system, which
employs a 2D microlens array for optical excitation and a
full-ring transducer array [4] for acoustic detection. The
term “computed microscopy” is utilized as each trans-
ducer element is unfocused in the detection plane, and
image reconstruction is required. The 2D microlens array
generates thousands of optical foci within the acoustic
focal plane, and raster scanning the microlens array gen-
erates optical resolution photoacoustic images. In com-
parison, the 1D-MFOR-PAM uses only 20 optical foci [3].
2D-MFOR-PACM is also the first OR-PAM system with
the optical focal axis orthogonal to the acoustic detection
axis. This novel design eliminates the need for an optical-
acoustic combiner and thereby improves the detection
sensitivity. The performance of the system is demon-
strated through imaging a leaf phantom, a maternal
mouse uterus, and a mouse brain.
Figure 1 shows a 3D drawing of the 2D-MFOR-PACM
system. An optical parametric oscillator (OPO) laser
(basiScan OPO, Newport), pumped by a Nd:YAG laser
(Brilliant B, Quantel), was used as the excitation source.
Fig. 1. Schematic drawing of the 2D-MFOR-PACM system.
(a) 3D view of the system. (b) Cross-sectional view, especially
highlighting the acoustic focus.
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The laser has a pulse repetition rate of 10 Hz, an average
output of 12 mJ per pulse, and a beam diameter of 16 mm.
A 532 nm wavelength was used in all the experiments. To
generate multiple optical foci, we used a 10 mm × 10 mm
microlens array (18-00082, SUSS MicroOptics) consisting
of a 40 × 45 hexagonal grid of spherical microlens with
250 μm center-to-center spacing. Each microlens has a
diameter of a few micrometers less than 250 μm and a
radius of curvature of 835 μm. Based on Zemax (Radiant
Zemax LLC) simulation, the water-immersed microlens
produces a diffraction-limited focus at 5.26 mm, with a
focal diameter of 21.6 μm at the waist. To avoid illuminat-
ing regions outside the lens, a mask with a 10 mm ×
10 mm hole in the center was placed on top of the micro-
lens array (Fig. 1). During the experiment, the two were
raster-scanned concurrently along the x and y directions.
For future quantitative imaging studies, the fluctuation
in power distribution can be measured and calibrated
by splitting a small portion of the masked beam to a
beam profiler.
The photoacoustic signals are detected by a 512-
element full-ring transducer array (Imasonic, Inc.) with
a 5-MHz central frequency and greater than 80% recep-
tion bandwidth [4]. Each element in the array is arc-
shaped in elevation to produce a focus at 19.8 mm.
The combined foci of all elements generate a central
focal region of 20 mm in diameter. The elevational thick-
ness of the acoustic focal plane is approximately 1 mm,
which is within the optical diffusion limit and is smaller
than the depth of focus (1.38 mm) of the microlens array.
The photoacoustic signals are digitized by a 64-channel
data-acquisition (DAQ) system with a 40 MHz sampling
rate. Due to the limited data-transfer speed, the DAQ can
only acquire signals from every other laser pulse, yielding
a full-ring acquisition time of 1.6 0.2 × 8 s.
To quantify the spatial resolution of the 2D-MFOR-
PACM system, we used 6 μm diameter carbon fiber fixed
on top of an agar gel. The microlens was scanned across
the carbon fiber in 1D at 2.27 μm per step. We then re-
constructed a PACT image at each scanning step and
identified a pixel corresponding to the center of the car-
bon fiber. We then plotted the signal intensity of that
pixel over different scanning steps to get the line-spread
function [Fig. 2(a)]. The FWHM of the line-spread func-
tion is estimated to be 29.4 μm, which is larger than the
theoretical focal diameter of 21.6 μm. This is possibly due
to the low beam quality of the OPO laser, in addition to
the finite size of the carbon-fiber target. We estimated the
optical fluence at the focus in water to be 443 mJ∕cm2,
which is 10 times lower than the damage threshold for
red blood cells [5]. It should be noted that, depending on
the depth of the focal point, the surface fluence that ANSI
regulates [6] is much lower than this peak value.
Without the microlens array, the system is a conven-
tional photoacoustic computed tomography (PACT)
setup, with acoustically defined spatial resolution.
Figure 2(b) compares the spatial resolution of the PACT
and 2D-MFOR-PACM systems. The spatial resolution at
other positions was derived theoretically [7] based on
measurement results at the ring center, where the acous-
tic spatial resolution is the highest. As expected, the op-
tical focus improves the spatial resolution by more than
three times, from ≥100 to 29 μm. It should also be noted
that both the radial and tangential acoustic resolutions
are much smaller than the pitch of the microlens
(250 μm), allowing signals from adjacent optical foci to
be acoustically separated.
In phantom and animal experiments, the microlens ar-
ray was raster scanned with a 25 μm step size, yielding 90
steps (9 × 10, due to the hexagonal grid, the microlens
array has denser elements along one axis than the other)
for a complete scan. Because each transducer element is
unfocused in the imaging plane, 2D-MFOR-PACM re-
quires image reconstruction. For each scanning step, we
reconstruct a PACT image using back-projection. Within
each 25 μm optical focus in the PACT image, we identify
the maximum amplitude and set all pixels to that maxi-
mum. We then zero-out all pixels outside the optical
foci. The resulting image is a partial optical-resolution im-
age for the given scanning step. The 2D-MFOR-PACM
image can then be obtained by summing partial optical-
resolution images of all scanning steps. To illustrate
the reconstruction procedure, Media 1 is used to show
the back-projected image at each scanning step and the
summed partial optical-resolution image up to the given
scanning step. An important part of reconstruction is to
identify the absolute coordinates of the initial optical foci
in the lab coordinate system. Because the pattern of mi-
crolens is already known in its local coordinate system,
we create a matrix of the same size as the reconstructed
image. In this matrix, the points within the 25 μm optical
foci are set to unity, and the points outside the optical
foci are set to zero. We then shift the matrix along the
x and y directions to find a position that yields the maxi-
mum cross-correlation coefficient with the PACT image.
The optical foci for the following scanning steps can be
localized by simply shifting the original matrix according
to the scanning direction and distance.
To test the performance of the system, we first imaged
a skeleton leaf, which contains a rich network of vessels
with different diameters. Figure 3 shows the imaging
results. The conventional PACT image was obtained by
summing the back-projection images from all scanning
steps directly. The resulting image is equivalent to the
one obtained from planar light illumination. This
reconstruction procedure ensures the conventional and
optical-resolution photoacoustic images to have identical
optical illumination profiles and total delivered laser en-
ergy. In Fig. 3(a), we can see that the vessels are blurred
due to the worse acoustic resolution. In contrast, the
Fig. 2. In-plane resolution of the 2D-MFOR-PACM system.
(a) Line-spread function used to measure the in-plane resolu-
tion of the 2D-MFOR-PACM system. (b) Comparison of spatial
resolutions of PACT and 2D-MFOR-PACM systems.
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2D-MFOR-PACM image shows detailed vascular struc-
tures at a high optical resolution.
We further tested the system by imaging blood vessels
in a maternal mouse uterus. The uterine blood vessels
provide oxygen and nutrients to the embryo via the pla-
centa and are essential for normal fetal development [8].
The uterus was excised from a euthanized pregnant
mouse on gestation day 14.5. After extraction, the uterine
artery was sealed using glue to preserve the blood. The
sample was then mounted on the imaging system, with
one of two placentas present within the uterus facing
the lower portion of the imaging region. Figure 4 com-
pares the conventional PACT and 2D-MFOR-PACM im-
ages. As expected, the 2D-MFOR-PACM image shows a
higher spatial resolution and allows clear identification
of small blood vessels. Due to the small diameter of the
transducer array, the experiment was performed ex vivo.
With a larger transducer array, the maternal uterus could
be imaged in vivo. Combined with ring-shaped light illu-
mination for noninvasive whole-body imaging [9,10], the
full-ring array system can potentially provide multiscale
imaging for maternal-fetal research.
Finally, we demonstrated the in vivo imaging capabil-
ity of the system by imaging a mouse brain. A two-
month-old Swiss Webster mouse was anesthetized with
isoflurane and mounted on a lab-made animal holder.
To allow optical focusing on the cortex, the scalp was
removed before the experiment. For imaging at high spa-
tial resolution, it is essential to mitigate any motions.
Therefore, we installed two ear bars and a tooth bar
on the holder for stabilization of the head. During the ex-
periment, the animal was mounted underneath the water
tank, and the brain was imaged through a flexible mem-
brane. A detailed description of the animal-mounting
procedure can be found in [9,11]. Figure 5(a) shows con-
ventional PACT images of the cortical vasculature. From
the enlarged image, we can clearly see that the vessels
are blurred due to the acoustic resolution. In contrast,
the 2D-MFOR-PACM image shows sharp vascular struc-
tures. Comparison between the two images also can be
found in Media 3.
To demonstrate the best images accessible using the
system, all of the above images were acquired with
512-element acquisition at each scanning step, yielding
144 s (1.6 × 90) for a 2D-MFOR-PACM scan. The field
of view (10 mm × 10 mm) of the current system is limited
only by the size of the microlens array. Using a larger mi-
crolens array, the system can image a larger region
within the same amount of time. The imaging speed can
be further improved based on sparse sampling of the full-
ring array, i.e., acquire data from a fewer number of el-
ements at each scanning step. Images of 64 elements per
step, 128 elements per step, and 256 elements per step
scans are shown in Fig. 6. To quantitatively evaluate
the image quality, we calculated the structural similarity
(SSIM) index [12] between the images in Fig. 6 and the
reference image [Fig. 3(b)]. The SSIM index has been
chosen because it matches well to the perceived visual
Fig. 3. Experimental results of a skeleton leaf phantom.
(a) Conventional PACT image. (b) 2D-MFOR-PACM image.
(Media 1).
Fig. 4. Ex vivo images of an intact uterus from a pregnant
mouse on gestation day 14.5. The lower portions of these im-
ages show one of two placentas present in this mouse. (a) Con-
ventional PACT image. (b) 2D-MFOR-PACM image. Media 2
(4.0 MB) highlights the regions within the green dashed line.
Fig. 5. In vivo images of cortical vasculature in a mouse brain.
(a) Conventional PACT image. (b) 2D-MFOR-PACM image.
(Media 3, 3.0 MB).
Fig. 6. 2D-MFOR-PACM images reconstructed from (a) 64
elements per step, (b) 128 elements per step, and (c) 256
elements per step scans.
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quality, and an SSIM index of one means that the two im-
ages are visually identical. The results are written in the
bottom left corner of each image. It can be seen that the
128- and 256-element indexes are comparable, and both
are much higher than that of the 64-element image.
Therefore the scanning time can be shortened to 36 s
without visually compromising the image quality. The
64-element image [Fig. 5(a)] contains some artifacts.
However, it still reveals small vascular structures that
can hardly be seen in the conventional PACT image
[Fig. 3(a)].
The image artifacts in Fig. 5(a) are caused by the trans-
ducer array’s channel map, in which the 64 elements in a
single acquisition are not evenly distributed around the
full ring and are leaving more than 50% of the aperture
uncovered [13]. The 128 and 256 elements, from two
and four acquisitions, respectively, are evenly distributed
around the full ring and hence provide better images.
With advanced image-reconstruction algorithms or an
optimized channel map, we expect the 64-element image
to be further improved, shortening the scanning time to
18 s. In comparison, the 1D-MFOR-PAM system in [3]
needs 150 s to image over a 5 mm × 6 mm region. Other
high-speed OR-PAM systems have an even smaller field
of view and require partitioning a large object into multi-
ple smaller regions [1]. However, translating the sample
and realigning the system may take several minutes.
In summary, a new OR-PAM system, 2D-MFOR-PACM,
has been developed based on 2D multifocal optical exci-
tation and full-ring transducer array detection. The imag-
ing capability of the system was demonstrated through
phantom and animal experiments. To avoid acoustic re-
flection, we opted to use a microlens array with a long
focal length, rendering a relatively low numerical aper-
ture (NA). If the acoustic reflection can be properly ac-
counted for, we can employ a high NA microlens array to
improve the system’s spatial resolution further. The prin-
ciple of 2D-MFOR-PACM also can be applied to other
cross-sectional PACT systems, allowing multiscale imag-
ing. The current imaging speed is mainly limited by the
DAQ system, which operates at 5 Hz. With a high-
repetition-rate laser and a matched DAQ system, the im-
aging time can be shortened to less than 0.05 s, reaching
video rate. Mechanical scanning of the microlens array
also can be replaced by optical mirror steering of the
excitation beam, allowing high-speed 2D scanning.
Moreover, without sacrificing speed, the imaging region
can be enlarged up to the size of the microlens array or
the field-of-view of the transducer array. Besides the
improvement in imaging speed, 2D-MFOR-PACM also
has higher detection sensitivity. This is because the total
detection area in the full-ring transducer array is much
larger than that of transducers used in conventional
OR-PAM systems. With high scanning speed, wide
scanning range, and high detection sensitivity, 2D-
MFOR-PACM will find broad applications in biomedical
research.
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